§493.1269

karyotyped, the number of chro-
mosomes counted for each metaphase
spread, and the quality of the banding;
that the resolution is sufficient to sup-
port the reported results; and that an
adequate number of karyotypes are
prepared for each patient.

(c) The laboratory also must have
policies and procedures for assuring an
accurate and reliable patient sample
identification during the process of
accessioning, cell preparation,
photographing or other image repro-
duction technique, and photographic
printing, and storage and reporting of
results or photographs.

(d) The laboratory report must in-
clude the summary and interpretation
of the observations and number of cells
counted and analyzed and the use of
appropriate nomenclature.

§493.1269 Condition:
Immunohematology.

To meet the quality control require-
ments for immunohematology, the lab-
oratory must comply with the applica-
ble requirements in §§493.1201 through
493.1221 of this subpart and with para-
graphs (a) through (d) of this section.
All quality control activities must be
documented.

(a) The laboratory must perform ABO
group and D(Rho) typing, unexpected
antibody detection, antibody identi-
fication and compatibility testing in
accordance with manufacturer’s in-
structions, if provided, and as applica-
ble, with 21 CFR part 606 (with the ex-
ception of 21 CFR 606.20a, Personnel)
and 21 CFR part 640 et seq.

(b) The laboratory must perform ABO
group by concurrently testing un-
known red cells with anti-A and anti-B
grouping reagents. For confirmation of
ABO group, the unknown serum must
be tested with known Al and B red
cells.

(c) The laboratory must determine
the D(Rho) type by testing unknown
red cells with anti-D (anti-Rho) blood
grouping reagent.

(d) If required in the manufacturer’s
package insert for anti-D reagents, the
laboratory must employ a control sys-
tem capable of detecting false positive
D(Rho) test results.
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§493.1271 Condition: Transfusion serv-
ices and bloodbanking.

If a facility provides services for the
transfusion of blood and blood prod-
ucts, the facility must be under the
adequate control and technical super-
vision of the pathologist or other doc-
tor of medicine or osteopathy meeting
the qualifications in subpart M for
technical supervision in
immunohematology. The facility must
ensure that there are facilities for pro-
curement, safekeeping and transfusion
of blood and blood products and that
blood and blood products must be
available to meet the needs of the phy-
sicians responsible for the diagnosis,
management, and treatment of pa-
tients. The facility meets this condi-
tion by complying with the standards
in §§493.1273 through 493.1285.
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§493.1273 Standard;
Immunohematological collection,
processing, dating periods, labeling
and distribution of blood and blood
products.

In addition to the requirements in
paragraphs (a) through (d) of this sec-
tion, the facility must also meet the
applicable quality control require-
ments in §§493.1201 through 493.1221 of
this part.

(a) Blood and blood product collec-
tion, processing and distribution must
comply with 21 CFR part 640 and 21
CFR part 606, and the testing labora-
tory must meet the applicable require-
ments of part 493.

(b) Dating periods for blood and blood
products must conform to 21 CFR
610.53.

(c) Labeling of blood and blood prod-
ucts must conform to 21 CFR part 606,
subpart G.

(d) Policies to ensure positive identi-
fication of a blood or blood product re-
cipient must be established, docu-
mented, and followed.

§493.1275 Standard; Blood and blood
products storage facilities.

(@) The blood and blood products
must be stored under appropriate con-
ditions, which include an adequate
temperature alarm system that is reg-
ularly inspected.

958



